Start by Loading Method
Confirm these settings and press "OK"
Select "Injector"

Choose Injection Volume (3-15 uL)

Choose Pre- and Post- inject needle washes of Solvent A (MeOH) and B (DCM)
Select "inlet"

Choose split ratio (10-500), if unknown, start at 100
Choose where to save method. Do not overwrite the Template!
Verify that the Data Path is correct, if not, press "Browse".
Select correct data path for your group and press "OK."
Select "Run Sequence"
Verify Settings and press "Run Sequence"